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Abstract—In this study, a Six-port Reﬂectometer (SPR) with dielectric probe sensor is used to predict
relative dielectric, εr of normal and tumorous breast tissue in frequency range from 2.34GHz to 3.0GHz.
Other than that, a superstrate with an exterior copper layer is overlaid on the surface of a primitive
Five-port Ring Circuit (FPRC), which is also a denominated, enhanced superstrate FPRC. It is the
main component of the SPR and is presented in this paper as well. The enhanced superstrate FPRC
is capable of improving its operating bandwidth by 26% and shifting the operating centre frequency
to a lower value without increasing circuit physical size. The detailed design and characteristics of
the FPRC are described here. In addition, the enhanced superstrate FPRC is integrated into the
SPR for one-port reﬂection coeﬃcient measurement. The measurement using the SPR is benchmarked
with Agilent’s E5071C Vector Network Analyzer (VNA) for one-port reﬂection coeﬃcient. Maximum
absolute mean error of the linear magnitude and phase measurements are recorded to be 0.03 and 5.50◦,
respectively. In addition, maximum absolute error of the predicted dielectric and loss factor are 1.77
and 0.61, respectively.
1. INTRODUCTION
Breast tumor has been a main cause concerning the loss of life among women (521900 deaths), and it
appears to be the most often diagnosed tumor (1676600 additional cases) [1, 2]. Recently, there have
been increased cases of breast tumor among men [3]. Although men are less likely to suﬀer from breast
tumor than women, early detection of the breast tumor is important, particularly for treatment of the
illness, as the tumor, located at the breast, can only be detected using a sensory device system, and it
can be treated before its metastasis [4].
In this study, an integrated SPR with dielectric probe sensor is fabricated and used to determine the
dielectric, εr of normal and tumorous breast tissue in the frequency range from 2.34GHz to 3.0GHz at
room temperature. Besides, the probe sensor is fabricated from a 25.3mm by 25.3mm square ﬂange, N-
type stub contact panel. The synthetic normal and tumorous breast tissue are used as unit under test
(UUT) and created by mixing polyethylene glycol mono phenylether (Triton TX-100) with diﬀerent
amounts of water contents proposed by Romeo et al. [5]. The SPR sensor system adopts reﬂection
method for measurements. In addition, the system is assembled and operated based on the ﬁve-port
ring technique.
The primitive FPRC was proposed by [6] as an SPR for one-port reﬂection coeﬃcient measurement
instead of using commercial VNA. Ideally, it has electrical properties of 120◦ phase diﬀerence between
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adjacent ports, and the magnitude of transmission coeﬃcient at each receiving port is 6 dB, which can
be applied to phase modulator, four-way power divider, and SPR. Nonetheless, the actual FPRC has a
phase error compared to the ideal case, which causes poor performance in phase modulator or four-way
power divider. However, the wider tolerance of phase error between adjacent ports of the FPRC is
allowed for SPR applications [7–9].
The SPR was formed by an FPRC and directional coupler, which is simpler and requires fewer
circuit components than other SPR structures [10–12]. Nevertheless, the drawback of the primitive
FPRC based SPR is the narrow operating bandwidth device. In fact, the operating bandwidth
(BW) improvement for several microstrip-based FPRC has been demonstrated by [13–16]. The most
comprehensive analysis for the FPRC was proposed by [17]. Besides, [18] made further improvement
on BW of the FPRC by replacing the multi-section transmission line [17] with a taper shape design.
However, those improved designs require much bigger physical circuit.
In this study, the BW of the primitive FPRC is widened by overlaying an FR4 superstrate with
an exterior copper layer on top of the primitive FPRC. Simultaneously, the centre frequency, f , of
the enhanced superstrate FPRC is shifted to a lower value while retaining the circuit board’s physical
size. The copper layer at exterior surface of the superstrate induces additional parasitic capacitance
that aﬀects the wave propagation of the FPRC. An analytical modeling of the enhanced superstrate
FPRC is simulated as a guide at pre-fabrication phase. The maximum radiation distance of the FPRC
is measured by moving the metal plate away from the surface of the FPRC. The maximum radiation
indicates maximum thickness of superstrate in altering characteristics of the FPRC. The enhanced
superstrate FPRC is integrated into SPR, its reﬂection accuracy examined using three unknown loads,
and the results are validated by commercial E5071C VNA.
2. ANALYTICAL THEORY OF FPRC
Figure 1 shows a structure of primitive FPRC.
S41
S51
Figure 1. Primitive ﬁve-port ring circuit (FPRC).
The ideal reﬂection and transmission coeﬃcients (S11, S21, S41, S51 and S61) for each port of FPRC
are expressed in Equations (1) to (3) as [17]:
S11 =
ejθ1 + 2(ej(θ1+θ+Δθ) + ej(θ1+θ−Δθ))
5
(1)
S21 = S51 =
ejθ1 + 2
{
ej(θ1+θ+Δθ) cos (2π/5) + ej(θ1+θ−Δθ) cos (4π/5)
}
5
(2)
S41 = S61 =
ejθ1 + 2
{
ej(θ1+θ+Δθ) cos (4π/5) + ej(θ1+θ−Δθ) cos (2π/5)
}
5
(3)
where θ and Δθ (in radian) in Equations (1)–(3) can be estimated as [17]:
cos−1
(
1− 5 |S11|
4
)
≤ Δθ ≤ cos−1
(
1 + 5 |S11|
4
)
(4)
θ = π − cos−1
[
1− 2 |S11|2
8 cos (Δθ)
+ 2 cos (Δθ)
]
(5)
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In fact, the value of θ1 is insensitive to S11, S21 and S41. Thus, ejθ1 can be assumed as unity (without
any initial phase shift, and θ1 ≈ 0). In this study, Equations (1)–(5) are used as computer-aided design
(CAD) tool in order to design the dimensions of the FPRC in conjunction with the microstrip realization
equation [19]. Firstly, Equations (1)–(3) are rewritten in frequency domain as [17]:
S11 =
{
1 + 2 exp
[(
α + j
2πf
c
√
εeﬀ
)
(lr +Δlr)
]
+ 2exp
[
j
2πf
c
√
εeﬀ (lr −Δlr)
]}
5
(6)
S21 =
{
1 + 2 exp
[
j
2πf
c
√
εeﬀ (lr +Δlr)
]
cos (2π/5) + 2 exp
[
j
2πf
c
√
εeﬀ (lr +Δlr)
]
cos (4π/5)
}
5
(7)
S41 =
{
1 + 2 exp
[
j
2πf
c
√
εeﬀ (lr +Δlr)
]
cos (4π/5) + 2 exp
[
j
2πf
c
√
εeﬀ (lr +Δlr)
]
cos (2π/5)
}
5
(8)
The eﬀective relative permittivity, εeﬀ , is given as [19]:
εeﬀ =
εr1 + εr2
2
+
εr1 − εr2
2
1√
1 + 12d/w
(9)
where εr1 and εr2 are the relative permittivity of substrate and superstrate, respectively. ts is the
thickness of the substrate and w the width of the of the of the copper trace which can be calculated
as [19]:
w
ts
=
⎧⎪⎪⎪⎪⎨
⎪⎪⎪⎪⎩
8 exp (A)
exp (2A)− 2
2
π
⎧⎨
⎩
B − 1− ln (2B − 1)
+
εr1 − 1
2εr1
[
ln (B − 1) + 0.39− 0.61
εr1
] ⎫⎬⎭
for
w
d
< 2
for
w
d
> 2
(10)
where A = Zo60
√
εr1+1
2 +
εr1−1
εr1+1
(
0.23 + 0.11εr1
)
and B = 377π2Zo√εr1 .
Here, Zo is the characteristic impedance of the microstrip ring line. At the resonant frequency fr,
the reﬂection coeﬃcient |S11| ≈ 0, thus, Δθ ≈ 1.309 rad (75◦) and θ ≈ 3.142 rad (180◦). The physical
length lr and Δlr (in meters) in Equations (6)–(8) are estimated as: lr = 3.142c2πfr√εeﬀ and Δlr =
1.309c
2πfr
√
εeﬀ
where c (≈ 3× 108 ms−1) is the speed of light in free space.
3. FPRC CONFIGURATION
In this work, three diﬀerent conﬁgurations of FPRC are fabricated and investigated as shown in
Figures 2(a), (b) and (c) below.
(a) (b) (c)
Figure 2. Conﬁguration of (a) primitive, (b) superstrate, and (c) enhanced superstrate FPRCs.
Description of the measurements and performance analysis of the FPRCs in Figures 2(a), (b) and
(c) are presented in Sections 3.1 to 3.3, respectively.
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3.1. The First Configuration of FPRC (Primitive)
For the ﬁrst conﬁguration of FPRC in Figure 2(a), the circuit without overlaying any superstrate has
an operating resonant frequency, fr = 3GHz, and the ring dimension was printed on a Rogers RO4360
substrate (εr1 = 6.15 − j0.025, d = 1.524mm, and copper thickness = 17µm). The dimensions of the
FPRC was speciﬁcally designed to ensure that the value of Zo was ﬁxed at 45.5Ω [17], and the section
length Δlr is required to be equal to 0.211c/(fr
√
εeﬀ ), in order to provide a matched circuit condition
(S11 ≈ −∞dB or S11 ≈ 0) at the resonant frequency fr [17]. Hence, by using Equation (10), the values
of w and Δlr were calculated to be 2.63mm and 8.80mm, respectively.
The resonant eﬃciency of the ring at 3GHz obtained from measurement (S11 ≈ −26 dB) was less
ideal than theoretical results (S11 ≈ −35 dB), as shown in Figure 3(a), because the conductor loss was
not taken into account in theoretical calculation. On the other hand, the measured |S21|, |S41|, |S51|,
|S61| and phase diﬀerence between adjacent ports deviate slightly from the calculation as shown in
Figures 3(b) and (c), which was mainly caused by the abrupt transmission line bend at the junction
between the feedline and the ring.
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Figure 3. Measurement and calculation of primitive FPRC (a) S11 magnitude, (b) S21, S41, S51, and
S61 magnitude, (c) phase diﬀerence.
3.2. Second Configuration of FPRC (Superstrate)
To form the second conﬁguration of FPRC, the primitive FPRC was overlaid with a layer of FR4
superstrate (εr2 = 4.4− j0.088) as shown in Figure 2(b). The higher dielectric value of FR4 causes some
microstrip propagation delay, as given by Equation (11) below:
λg =
c
f
√
εeﬀ
. (11)
where c is the speed of light in free space (299792458 ms−1), λg the wavelength of wave propagate in
FPRC, and εeﬀ the eﬀective permittivity obtained from Equation (11). εeﬀ is higher for the second
FPRC conﬁguration than the ﬁrst one and makes the wavelength λg shorter. Hence, the new wavelength
λg that complies with the phase shift characteristic at a ﬁxed physical microstrip line is given resonant
condition at a lower frequency of 2.66GHz.
The FR4 thickness is determined by adjusting the metal plate away from the surface of the primitive
FPRC until return loss |S11| at port-1 becomes constant. The |S11| was measured for diﬀerent increasing
thicknesses tg of the air gap between the metal plate and the top surface of FPRC. Figure 4 shows a
plotted graph of |S11| versus tg, in which the eﬀect of the metal plate to FPRC was diminished after
exceeding 1.4mm and 3.8mm at 2.69GHz and 3.06GHz, respectively. Clearly, the radiated ﬁelds were
concentrated on the FPRC and decayed rapidly from FPRC. Hence, 3.2mm of FR4 superstrate was
used, and it was suﬃcient to cover the radiated ﬁelds from the FPRC over the operating frequency
range.
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Figure 4. Variation in magnitude of |S11| with metal plate distance, tg at frequency 2.69GHz and
3.06GHz.
There are some deviations between the actual measurement and theoretical calculation, as shown
in Figures 5(a) to (c), which were induced by the same factors, as mentioned in Section 3.1. The slight
variation of resonant frequency between measurement and theoretical calculation could be due to the
existence of small air gap between the surfaces of the substrate and superstrate.
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Figure 5. Measurement and theoretical calculation of superstrate FPRC. (a) S11 magnitude, (b) S21,
S41, S51, and S61 magnitude, (c) phase diﬀerence.
3.3. Third FPRC Configuration (with Enhanced Superstrate)
In the third conﬁguration of FPRC, the superstrate FPRC was overlaid with a copper layer at exterior
surface, as shown in Figure 2(c). The additional parasitic capacitance is introduced to the FPRC, where
polarity of the parasitic “capacitor” swap continuously as the continuous wave propagates through the
sandwiched medium, as shown in Figure 6. It should be noted that the exterior copper layer is not
connected to the ground.
The virtual parasitic capacitor may induce the dual resonant phenomena at about 2.5GHz and
2.85GHz where the adjacency between the resonances is close enough to overlap and subsequently
improves the BW of FPRC. The variation of S-parameter due to positive capacitance polarity can be
calculated with Equations (12) to (14), while the negative capacitance polarity can be calculated with
Equations (15) to (17). The actual S-parameter can be calculated by substituting Equations (12) to
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(a) (b)
Figure 6. Parasitic capacitance, C due to (a) positive, (b) negative polarizations.
(17) into Equations (18) to (20). The value of the parasitic capacitance C can be calculated using
Equation (21). Furthermore, the adjacency between the two resonances can be altered by changing the
thickness of the superstrate.
S′11 =
1− [(1− S11)/(1 + S11)] + jωεr2C
1 + [(1− S11)/(1 + S11)]− jωεr2C (12)
S′21 =
1− [(1− S21)/(1 + S21)] + jωεr2C
1 + [(1− S21)/(1 + S21)]− jωεr2C (13)
S′41 =
1− [(1− S41)/(1 + S41)] + jωεr2C
1 + [(1− S41)/(1 + S41)]− jωεr2C (14)
S′′11 =
1− [(1− S11)/(1 + S11)]− jωεr2C
1 + [(1− S11)/(1 + S11)] + jωεr2C (15)
S′′21 =
1− [(1− S21)/(1 + S21)]− jωεr2C
1 + [(1− S21)/(1 + S21)] + jωεr2C (16)
S′′41 =
1− [(1− S41)/(1 + S41)]− jωεr2C
1 + [(1− S41)/(1 + S41)] + jωεr2C (17)
where S11′ and S′′11 are the reﬂection coeﬃcients due to the positive and negative capacitor polarities
respectively. S21′ and S41′ are the transmission coeﬃcients due to positive capacitor polarity, while S′′21
and S′′41 are the transmission coeﬃcients due to negative capacitor polarity.
Seﬀ11 =
S′11S
′′
11
S′11 + S′′11
(18)
Seﬀ21 =
S′21 + S
′′
21
2
(19)
Seﬀ41 =
S′41 + S
′′
41
2
(20)
where Seﬀ11 is the actual reﬂection coeﬃcient, and S
eﬀ
21 and S
eﬀ
41 are the actual transmission coeﬃcients.
C = εoεr2
π
((
5Δlr
2π
+
w
2
)2
−
(
5Δlr
2π
− w
2
)2)
ts
(21)
where εo (≈ 8.8542×10−12 Fm−1) is the permittivity of free space. ts is the thickness of the superstrate
as shown in Figure 7.
The measurement of phase diﬀerences between adjacent ports and transmission coeﬃcient appear
slightly distorted from theoretical calculation, as shown in Figures 8(a) to (c), which might be due to
small portion wave loss penetrating through the thin exterior copper layer.
Both superstrate and enhanced superstrate FPRC have lower operating centre frequency than the
primitive FPRC as expected. Additionally, the enhanced superstrate FPRC has broader BW (26%BW)
than primitive FPRC (16%BW) as well as superstrate FPRC (16%BW). Further detailed characteristics
of the three FPRCs are tabulated in Table 1.
Progress In Electromagnetics Research C, Vol. 69, 2016 89
Figure 7. Thickness of the superstrate.
Table 1. Characteristics of primitive, superstrate, and enhanced superstrate FPRC.
Performance
FPRC
Primitive
(Configuration 1)
Superstrate
(Configuration 2)
Enhanced superstrate
(Configuration 3)
Bandwidth, BW (MHz) 490 440 700
Operating frequency (GHz) 2.75–3.24 2.44–2.88 2.34–3.04
Transmission unbalanced (dB) 1.6 1.4 3.4
Phase unbalanced (◦) 11.2 10.1 11.8
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Figure 8. Measurement and theoretical calculation of enhanced superstrate FPRC. (a) S11 magnitude,
(b) S21, S41, S51, and S61 magnitude, (c) phase diﬀerence.
4. INTEGRATION OF FPRC IN SPR SYSTEM
The enhanced superstrate FPRC was integrated into the SPR system to examine its performance using
E5071C VNA. The system consists of a Lab Brick LSG-602 signal generator, four LTC2400 24-bit
ADCs, four ADA-4528 chopper ampliﬁers, four SHX-803-S-4 Schottky diode detectors, a PE-2214 10-
dB directional coupler, an ATmega328 microcontroller, a PC, and an enhanced superstrate FPRC, as
shown in Figure 9 below. Port 1 was used as input port while Port 2 was used as the measurement
port. The rest of the ports (port 4 to 6) were used as detection ports for the Schottky diode detectors.
The operating frequency and source power level from the signal generator were controlled by PC
through USB interface. The signal source was fed into the directional coupler, and a part of the signal
was fed into port 3 as a reference incident signal. Then, transmission signal from directional coupler at
port 1 was fed into the enhanced superstrate FPRC. The output signals at port 3 to 6 were detected by
the Schottky diode detectors that provide output voltages. However, if current from the detectors is too
low for the ADCs, inaccurate output voltages may be produced. Thus, chopper ampliﬁers were inserted
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Converters (ADCs)
Figure 9. Conﬁguration of the SPR.
among diode detectors and ADCs that act as a buﬀer, which increases the diode detector current to
eliminate inaccurate voltage measurement. The ADCs convert the analog output voltages into their
digital representation, which could be computed by the PC. Nevertheless, the ADCs only provide Serial
Peripheral Interface (SPI) for data transmission. Thus, the microcontroller was utilized to receive data
from the ADCs through SPI and transmitted back to the PC through USB interface.
5. SIX-PORT CALIBRATION PROCEDURE
There are two calibrations needed, i.e., diode detector and SPR calibrations. Both calibration procedures
are separated into ﬁve sub-processes as follows:
(i) The nonlinear diode detector was calibrated using the method proposed by [20].
(ii) The six-port to four-port reduction technique was applied, which converted actual reﬂectometer to
a reﬂectometer in w-plane and error box as proposed by [21].
(iii) The initial constant values of the reﬂectometer in w-plane were estimated using mathematical
routines reported by [22–24].
(iv) The acquired initial constant was optimized again using the optimization mathematical model
by [25].
(v) Finally, the calibration process using three standard kits (open-circuit, short-circuit and match load)
was done to obtain actual complex reﬂection coeﬃcient at measurement port (i.e., port-2) [21].
6. SPR PERFORMANCE EVALUATION
The SPR system was evaluated using three unknown loads, namely a 50FP-003-H6 3-dB attenuator, an
MCL BW-S6W2 6-dB attenuator, and a 2082-6193-10 10-dB attenuator, respectively. The comparisons
of magnitude |S11| and phase φ of the reﬂection coeﬃcient between SPR and E5071C VNA are shown in
Figure 10 below. Besides, mean magnitude errors, Δ|S11| between E5071C VNA and SPR for the ﬁrst,
second and third loads are 0.03, 0.03, and 0.01, respectively, whereas mean phase errors Δφ between
E5071C VNA and SPR for the ﬁrst, second and third loads are 4.54◦, 3.38◦, and 5.50◦, respectively.
Deviation of load 1’s magnitude between SPR and VNA in Figure 10(a) seems noticeable. This might
be due to the nonlinear characteristics of the Schottky diode detectors that cause error in the power
measurement at ports 3 to 6. On the other hand, measurements of the three loads using FieldFox
N9952A, namely moderate cost VNA instrument are presented in Figure 10 as a guideline for potential
error measurement. The maximum magnitude errors of the ﬁrst to third loads between E5071C VNA
and N9952A VNA are 0.02, 0.01, and 0.01, respectively, while the maximum phase errors of the ﬁrst to
third loads between the E5071C VNA and N9952A VNA are 1.96◦, 2.47◦, and 3.37◦, respectively.
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Figure 10. Measurement, (a) magnitude, (b) phase of SPR, E5071C VNA and N9952A VNA with
three unknown loads.
7. APPLICATION OF SPR FOR DIELECTRIC PROPERTY DETERMINATION
In this section, the dielectric determination using fully-integrated SPR with the dielectric probe is
presented. Besides, the dielectric measurement using commercial E5071C VNA with Agilent 85070E
dielectric probe was included as a reference for the dielectric. Here, N9952A VNA measurements are
shown in Figures 11(a)–(e) as a guideline for potential errors. During measurements, the dielectric
probe was immersed into synthetic breast tissue samples.
The solution based synthetic breast samples by Romeo et al. [5] was used in the dielectric
determination, which consists of a diﬀerent ratio of water and TX-100. Symbol T represents the solution
of tumorous breast tissue while symbols B1, B2, and B3 represent the solutions of three categories of
normal breast tissue.
The dielectric probe connected to SPR measurement port has characteristic impedance Zo =
[60×ln(bc/ac)/√εc] = 50Ω [19]. The inner conductor, ac = 1.45mm, the outer conductor, bc = 4.75mm,
the dielectric medium between inner and outer conductors, εc = 2.06. Other than that the dielectric
and loss factor of the samples can be determined using the bilinear equation [26] below:
εr = −
(
Aεr eεr p + Bεr wεr e + Cεr pεr w
Aεr w + Bεr p + Cεr e
)
(22)
where A = (Γmeas−ΓW )×(ΓE−ΓP ), B = (Γmeas−ΓP )×(ΓW−ΓE), and C = (Γmeas−ΓE)×(ΓP−ΓW ).
ΓW , ΓP and ΓE are the measured reﬂection coeﬃcients of the water, propan-2-ol, and ethanol at the
SPR measurement port.
Γmeas is the measured reﬂection coeﬃcient, while εr w, εr p and εr e are the known relative
permittivity for air, propan-2-ol and ethanol at 25◦C, obtained from [27].
The maximum errors between actual measured and reference magnitude for samples T , B1, B2,
and B3 are 0.02, 0.02, 0.01 and 0.02, respectively. The maximum errors between reference and N9952A
VNA magnitude for samples T , B1, B2, and B3 are 0.04, 0.06, 0.04, and 0.02 respectively. B3 sample
has the highest magnitude while B2 has the lowest magnitude among all the samples. By observation,
all of the samples’ magnitudes decrease with the frequency, shown in Figures 11(a)–(d). In addition,
Figure 11(a) shows the magnitude value for T sample at 2.45GHz approximately in range from 0.803
to 0.811. Meanwhile, Figure 11(d) shows that the magnitude value for B1 sample is in the range from
0.816 to 0.817 at 2.45GHz. Clearly, the diﬀerence between tumorous and normal synthetic breast tissue
samples is diﬀerentiable based on the magnitude measurement.
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Figure 11. Measurement, (a)–(d) magnitude, (e) phase of SPR, E5071C VNA and N9952A VNA with
three normal (B1, B2, and B3) and tumor breast tissues (T ).
The maximum errors between the actual measured and reference phases for samples T , B1, B2,
and B3 are 3.71◦, 4.50◦, 4.94◦ and 1.56◦, respectively. On the contrary, the reference and N9952A
VNA phases for samples T , B1, B2, and B3 are 1.70◦, 1.10◦, 0.60◦, and 0.77◦, respectively. B3 sample
has the highest phase while T has the lowest phase among all the samples. By observation, all the
samples’ phases decrease with frequency, due to shorter wavelength as the frequency increases, shown
in Figure 11(e). Other than that, the ﬁgure also shows that the magnitude of T sample at 2.45GHz
approximately in the range from −81◦ to −78◦, while the magnitude value for B1 sample is in the range
from −63◦ to −60◦ at 2.45GHz. Undoubtedly, the diﬀerentiation between tumor and normal synthetic
breast tissue samples is diﬀerentiable with the phase measurement.
T sample has higher dielectric than B1, B2, B3 samples, while B3 sample has the lowet dielectric
than T , B1 and B2 samples. The high dielectric value of T sample was due to high water contents in
the sample. Besides, Figure 12(a) shows the dielectric values for T , B1, B2 and B3, which increase
with frequency. The ﬁgure also shows that the dielectric for T at 2.45GHz falls in the range from 56.1
to 56.8, while the dielectric for B1 is in the range from 47.5 to 48.4 at 2.45GHz. Obviously, it can be
seen that the measurement is capable of diﬀerentiating tumorous and normal synthetic breast tissue
samples. The mean absolute errors between the predicted and reference loss factors for samples T , B1,
B2, and B3 are 0.89, 1.23, 1.77 and 0.50, respectively.
B3 has the smallest loss factor, εr, since it is a pure and non-polar TX-100 liquid, while T , B1,
and B2 have high loss factors due to certain amount of water in the mixture samples. Indirectly, T ,
B1, and B2 indicate higher conductivity properties. In addition, the loss factors for T , B1, and B2
Progress In Electromagnetics Research C, Vol. 69, 2016 93
2.34 2.4 2.5 2.6 2.7 2.8 2.9 3.03.04
0
10
20
30
40
50
60
f (GHz)
D
ie
le
ct
ri
c 
C
o
n
st
an
t,
  ε
r
,
SPR with study dielectric probe
E5071C with Agilent 85070E dielectric probe
T
B1
B2
B3
2.34 2.4 2.5 2.6 2.7 2.8 2.9 3.03.04
0
2
4
6
8
10
12
13
f (GHz)
L
o
ss
 F
ac
to
r,
  ε
r
,,
SPR with study dielectric probe 
E5071C with Agilent 85070E dielectric probe
T
B1
B2
B3
(a) (b)
Figure 12. Measurement, (a) dielectric, (b) loss factor of SPR and VNA with three normal (B1, B2,
and B3) and tumorous breast tissue (T ).
increase with the frequency, except for B3. The loss factor traces between T and B1 by E5071C VNA
with Agilent dielectric probe in Figure 12 seem inseparable at lower frequency but become signiﬁcantly
diﬀerentiable at high frequency. Besides, the loss factor measured by SPR with study probe in Figure 12
shows same patterns that may be due to T and B1 which mainly contain water. However, B2 has much
lower loss factor than T and B1, due to lower water contents that increase B2’s viscosity signiﬁcantly
and “locking” the water of B2 from moving freely. The maximum errors between the actual measured
and reference loss factors for T , B1, B2, and B3 are 0.56, 0.54, 0.61 and 0.11, respectively.
8. CONCLUSIONS
In this study, the microwave SPR sensor system for synthetic breast tumorous and normal dielectric
measurement is successfully fabricated. The chosen architecture for SPR is the ring coupler SPR type
because it is simple, physically small, and does not require high precision fabrication process. In
addition, the BW of primitive FPRC is improved by 26%, by overlaying a superstrate with an exterior
copper layer. Furthermore, the physical size of the enhanced superstrate FPRC is smaller than the one
in previous study [11]. Signiﬁcant distance, tg, between the metal plate and FPRC that aﬀects |S11|
is investigated close to the width, w, of the microstrip copper trace of the FPRC. Maximum absolute
mean errors of the linear magnitude and phase measurement of the enhanced superstrate FPRC based
SPR are 0.03 and 5.50◦, respectively. Other than that, maximum absolute mean error of the predicted
dielectric and loss factor are 1.77 and 0.61, respectively. In future, there might be diﬀerent designs or
materials of superstrate that could increase the bandwidth of the FPRC.
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